Assessment of Paravalvular Regurgitation Following Transcatheter Aortic Valve Replacement.
Paravalvular regurgitation (PVR) following transcatheter aortic valve replacement is a known complication associated with poorer outcomes. This article discusses the current techniques for assessing the severity of PVR, including angiography, hemodynamics, MRI, and echocardiography. The strengths and pitfalls of each modality are reviewed.